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In perovskite oxide based materials and hetero-structures there are often strong correlations between
oxygen octahedral distortions and functionality. Thus, atomistic understanding of the octahedral dis-
tortion, which requires accurate measurements of atomic column positions, will greatly help to engineer
their properties. Here, we report the development of a software tool to extract quantitative information
of the lattice and of BO6 octahedral distortions from STEM images. Center-of-mass and 2D Gaussian
ﬁtting methods are implemented to locate positions of individual atom columns. The precision of atomic
column distance measurements is evaluated on both simulated and experimental images. The applica-
tion of the software tool is demonstrated using practical examples.
& 2016 The Authors. Published by Elsevier B.V. This is an open access article under the CC BY-NC-ND
license (http://creativecommons.org/licenses/by-nc-nd/4.0/).1. Introduction
The multifaceted magnetic, electrical, and structural function-
alities of perovskite oxides are underpinned by the distortions of
the crystal lattice [1]. These distortions include the displacement
of cations, deformation of oxygen octahedra (BO6, where B is a
transition metal atom), and collective tilts of the octahedral net-
work. Controlling and engineering these distortions in the con-
stituent oxides are crucial in designing and fabricating hetero-
structures with novel functional properties that are absent in the
bulk form. Atomistic understanding of these distortions and elu-
cidation of their inﬂuence on the ﬁnal properties requires imaging
and measuring of atomic positions of both cations and oxygen.
Atomic resolution (scanning) transmission electron microscopy
(TEM/STEM) provides an essential tool to image these atomic
structures of materials, and helps us to understand the structure –
property relationship. With the application of spherical aberration
(Cs) correctors, sub-Angstrom atomic resolution is nowadays reg-
ularly achievable in both TEM and STEM [2]. Although imaging
atomic resolution of heavy elements has been possible since the
1980s, light-element STEM imaging has become possible only re-
cently using the annular bright-ﬁeld (ABF) imaging technique [3],
enabling imaging of, e.g., oxygen [3–5], nitrogen [5], lithium [6],
and hydrogen [7]. The application of the ABF imaging technique in
perovskite oxides has become increasingly popular, as it enables
simultaneous imaging of heavy and light elements and allows forB.V. This is an open access article usimultaneous acquisition of other signals, for example electrons
scattered to large angles (high-angle annular dark-ﬁeld (HAADF),
also called Z-contrast imaging), characteristic X-rays (energy-dis-
persive X-ray spectroscopy (EDXS)), and electron energy loss
(EELS) [4]. Quantitative analysis of these atomic resolution images
often requires the extraction of atomic column positions and in-
tensities, and measurement of atomic-column distances at the
unit-cell level and beyond. Such quantitative analysis of atomic
column information helps us gain new insight into materials be-
havior by characterizing ferroelectricity [8,9], composition [10–13],
octahedral tilting [14,15], and strain [16]. Despite the great success
of atomic resolution image analysis and application in addressing
materials problems, there are rare resources about methods for
indexing atomic column positions in atomic resolution images,
especially for the case of ABF images, as well as for the measure-
ment accuracy. Therefore, there is great need for a robust and
easy-to-use tool to identify and measure both light and heavy
atom columns in ABF and HAADF images and to enable quantiﬁ-
cation of both crystal lattice and BO6 octahedral distortions.
Here, we report the development of a software tool, which we
call oxygen octahedra picker (O–O Picker), for robust mapping of
atomic column positions from the HAADF and ABF images.2. Algorithm
2.1. Algorithm for atomic column locating
Two methods have been implemented in this software for lo-
cating individual atomic columns, the center-of-mass and twonder the CC BY-NC-ND license (http://creativecommons.org/licenses/by-nc-nd/4.0/).
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[17].
In the center-of-mass method (also referred to as the moment
method or the centroid method), the peak center of an atomic
column is given by
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where xi and yj are the positions along the x and y axes, and Iij is
the image intensity of pixel (i, j) [17]. The summation is performed
across an area covering the whole atomic column. Because of the
simplicity and computational speed, it is one of the most widely
used methods when analyzing large quantities of data [18].
For the 2D Gaussian ﬁtting method, the intensity of each
atomic column was ﬁtted to a 2D Gaussian function plus a con-
stant [17,19]
⎧
⎨⎪
⎩⎪
⎛
⎝
⎜⎜
⎡
⎣
⎢
⎢
⎛
⎝⎜
⎞
⎠⎟
⎛
⎝
⎜⎜
⎞
⎠
⎟⎟
⎤
⎦
⎥
⎥
⎞
⎠
⎟⎟( ) = + * −
− +
−
I x y I A
x x
x
y y
y
, exp
1
2
.
w w
0
0
2
0
2
The ﬁt parameters are the background I0, the Gaussian ampli-
tude A, the atomic column widths xw, and yw, and the atomic
column position x0 and y0. Each atomic column was ﬁtted to an
optimized 2D Gaussian function.
The center-of-mass method is set as the default routine, since it
is much faster than 2D Gaussian ﬁtting. In case the 2D Gaussian
ﬁtting method is active the program will take the results of the
center-of-mass method as the initial input for 2D Gaussian ﬁtting
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Fig. 1. (a) Flow chart of the script, starting with the image(s) and ending in the results. (2.2. Steps of analysis
The software tool, written in Digital Micrograph (DM, Gatan
Inc) scripting language [20], is divided into several sequential
steps, which are summarized in the ﬂow chart in Fig. 1(a). The user
interface of this script is shown in Fig. 1(b). If HAADF (or annular
dark-ﬁeld (ADF)) and ABF images were simultaneously acquired,
one can use the HAADF image to locate the B atomic column po-
sitions. However, using the input of HAADF (or ADF) image is
optional and determining B-atomic-column positions can also be
performed directly on the ABF image. The script “B atom navigator”
(Fig. 1b) is used to locate the B site atomic columns. One has to set
proper atomic radii (value in pixel, the pixel size of the “atomic
radius” should be large enough to cover the atomic column, but it
should not reach neighboring atomic columns), and number of B
atoms to search along the vertical direction. After pressing the “Get
B atom” button B atomic columns will be found and the location of
the B atom column will be marked by circles on the HAADF image.
Once the B atomic columns are found, one has to mark four O
atoms surrounding a B atom by using the annotation tool (i.e. the
HREM mouse tool [21]) in the ABF image. After pressing “Scan
Annotation” to select the target ABF image, one has to check
whether the four corner O atomic columns are marked properly,
and to input the proper atomic radii (value in pixel) for the O
atomic columns. By clicking the button “Get O peak”, the oxygen
atomic positions on the ABF image will be detected by an iterative
process locating positions of atomic columns by either center-of-
mass or 2D Gaussian ﬁtting. Results of the atomic column loca-
tions are marked by circles in a copy of the original ABF image,
from which one can visually check whether the initial inputs were
properly selected. Once the initial octahedron is located properly,
click the “Get more” button, the program will then take the located
B atomic column position as a guide to detect all the octahedra on
the image. The ﬁnal results provided by the software are theage
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b) The user interface of the scripts, B atom navigator (top) and O–O picker (bottom).
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tensities, the distances between the atomic columns, and the an-
gles between selected atomic columns, based on the selection of
the user. The outputs are printed in the results window as text and
stored as a tags ﬁle in the copied ABF image for advanced users. By
selecting the “HAADF” option, one can use this program to also
analyze the HAADF image in the sample procedure. When se-
lecting the ABF image for processing, if both raw ABF image and
de-noised ABF image are selected, the de-noised image will be
used as a starting image for a rough detection of atom column
positions, and ﬁnal ﬁtting of positions by the center-of-mass or 2D
Gaussians are performed on the original raw image [22]. The
software (plug-in for DM) is available by request to the authors.3. Experimental section
As examples to illustrate the result of the O–O picker program,
SrTiO3 bulk material and La2CuO4 (LCO) thin ﬁlm grown on
LaSrAlO4 (LSAO) substrate were selected. The epitaxial deposition
of La2CuO4 by atomic layer-by-layer oxide molecular beam epitaxy
has been described by Baiutti [23]. TEM specimens were prepared
by a standard procedure which included mechanical grinding,
tripod polishing, and argon ion beam milling in a stage cooled
with liquid nitrogen. Before STEM experiments, samples were
plasma-cleaned by a Fischione plasma cleaner in a 75% argon –
25% oxygen mixture for 4 min to eliminate hydrocarbon surface
contamination. STEM investigations were performed using a JEOL
JEM-ARM 200F scanning transmission electron microscope
equipped with a cold ﬁeld emission electron source, a DCOR probe
corrector (CEOS GmbH), a 100 mm2 JEOL Centurio EDX detector,
and a Gatan GIF Quantum ERS electron energy-loss spectrometer.simulated A
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Fig. 2. (a) Selected area of simulated HAADF and ABF image of SrTiO3. The atomic column
and an image de-noised by PCA, respectively. (b) Box-and-whisker plot of the measured
statistics are based on 324 TiO6 octahedra (18 u.c.18 u.c.) measurements. The pink colo
results using 2D Gaussian ﬁtting. In each plot, the left panel shows the distribution of
represents the relative frequency count) and a normal population curve; the right pan
median, the solid sphere is the mean, the box deﬁnes the standard deviation, and the wh
to color in this ﬁgure legend, the reader is referred to the web version of this article.)The microscope was operated at 200 kV with a semi-convergence
angle of 20.4 mrad, giving rise to a probe size of 0.8 Å. 75–
309 mrad and 11–24 mrad collection angles were used to si-
multaneously obtain the HAADF and ABF images, respectively. The
fast scan direction during the STEM experiments is parallel to the
horizontal axis of the presented images. In order to improve the
signal-to-noise ratio (SNR) and to minimize the image distortion of
HAADF and ABF images, 7 frames were acquired with a short dwell
time (2 ms per pixel). The frame series was aligned by a Gatan
image alignment plug-in in Digital Micrograph. The diagnosis of
the sample drift between the frames was performed on the HAADF
and the removal of the drift parameters were applied to both
HAADF and ABF images. The aligned frames were then super-
imposed. The STEM images were de-noised by the multivariate
weighted principal component analysis (PCA) routine (MSA Plugin
in Digital Micrograph) developed by M. Watanabe [24]. STEM
images were simulated using the multi-slice method implemented
in the QSTEM image simulation software [25]. The optical para-
meters used for the simulation were the same as the experimen-
tally used values. The thickness of supercells used in the STEM
image simulation was 15 nm.4. Method accuracy and precision
To evaluate the accuracy of the software and how the noise
level inﬂuences the oxygen position detection, we tested this
software tool on simulated ABF image of SrTiO3 with different
SNRs. Fig. 2(a) shows the overlay of simulated HAADF (green) and
ABF (red) images, where O atomic columns are clearly resolved as
dark dots on red background, while Ti and Sr atomic columns are
resolved as gray-green and bright-green dots, respectively. Then,BF with Poisson noise denoised by PCA
detection accuracy is estimated on a simulated image, an image with Poisson noise,
Ti–O atomic column distances from simulated ABF images with different SNRs. The
r shows the results using center-of-mass method, and the turquoise color shows the
the raw data (the ordinate shows the measured distances, the width of scattering
el shows the summary of the statistics, the middle line in the box represents the
isker deﬁnes the 1%-99% range of the raw data. (For interpretation of the references
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and PCA was applied to de-noise the images. The bottom panel of
Fig. 2(a) shows a selected area of these ABF images, where a unit
cell of SrTiO3 is presented. The SNR was calculated based on the
method reported by Gonzalez et al. [26]. We performed oxygen
atomic column mapping and measured the Ti and O atomic col-
umn distances directly on the above mentioned three types of
images. Following Bals et al. [27], we deﬁne the image measure-
ment precision as the standard deviation of the measured dis-
tances. Fig. 2(b) shows the distribution of measured distances and
a summary of the statistics illustrating accuracy and precision of
the oxygen octahedral location for the three different image noise
levels. The statistics were based on a large image covering more
than 324 oxygen octahedra (18 u.c.18 u.c.). In all the cases, the
measured mean Ti–O distance is 195 pm, equal to the theoretical
value, highlighting the high measurement accuracy for both center
of mass and 2D Gaussian ﬁtting methods. For the simulated image
without Poisson noise, the center-of-mass and 2D Gaussian ﬁtting
give precisions of 0.53 pm and 0.82 pm, respectively, i.e. both
show sub-pm precision. In the presence of Poisson (shot) noise,
which is the dominant source of the noise in STEM imaging
[28,29], 2D Gaussian ﬁtting is almost 3 times more precise than
the center-of-mass method. On the image de-noised by PCA (with
15 components) center-of-mass and 2D Gaussian ﬁtting show
precisions of 2.92 pm and 1.38 pm, respectively. The presence of
Poisson noise degrades the measurements precision of both cen-
ter-of-mass and 2D Gaussian ﬁtting methods, whereas the center-
of-mass method is more sensitive to Poisson noise.
A similar measurement was performed on experimental ima-
ges using frame serial acquisition, post-image alignment, and PCA
ﬁltering. Fig. 3 shows the atomically resolved ABF (a) and HAADF
(b) images. Raw STEM images before and after alignment are
presented in the Supplementary movies 1–4. As can be seen from
the movies, sample drift is present during the frame serialFig. 3. Simultaneously acquired HAADF (a) and ABF (b) images of SrTiO3 along the [10
supplementary movies. (c) – (f) Box-and-whisker plot of the measured Ti–O and Ti–Sr ato
the results using center-of-mass method, and the turquoise color shows the results using
measurements. In each plot, the left panel shows the raw data (the ordinate shows the m
and a normal population curve; the right panel shows the summary of the statistics, the
deﬁnes the standard deviation, and the whisker deﬁnes the 1%-99% range of the raw da
referred to the web version of this article.)acquisition and the measured sample drift rate is 0.08 nm/s. The
measurement accuracy and precision test is performed on both
ABF and HAADF images by measuring the Ti–Sr and Ti–O atomic
column distances, respectively. Again we can see from the sum-
mary of the statistics, that both methods give very high accuracy
and the measured Ti–Sr and Ti–O distances are equal to the the-
oretical values (276.125 pm and 195.25 pm, respectively). To
quantify the measurement precision we ﬁrst perform the analysis
directly on the raw aligned STEM images. As can be seen from
Fig. 3(c) and (d), the center-of-mass method shows precisions of
5.1 pm and 10.0 pm for HAADF and ABF images, respectively. With
2D Gaussian ﬁtting reﬁnement, the measurement precision im-
proves to 3.1 pm and 5.0 pm for HAADF and ABF images, as illu-
strated in Fig. 3(e) and (f), respectively. For comparison, a more
sophisticated method, as demonstrated by van Aert et al. [22], is
used to improve the measurement precision. We take the de-
noised image as an improved start for roughly detecting the
atomic column position and perform the ﬁnal ﬁtting of the atomic
column on the raw aligned STEM images. As can be seen from
Fig. 3(h) and (i), for the center-of-mass method the improvement
in measurement precision is remarkable and we achieve 3.1 pm
and 5.4 pm for HAADF and ABF images, respectively. With 2D
Gaussian ﬁtting, the measurement precision further improves to
3.0 pm and 4.0 pm for HAADF and ABF images, respectively. In all
the cases, better precision can be achieved for both atomic-column
detecting methods on HAADF images, since the peak feature of
heavy atomic columns in the HAADF imaging mode is more pro-
nounced than of the O atomic columns in ABF images. To further
improve the measurement precision, i.e. to achieve sub-pm pre-
cision, one may need a more stable experimental environment, to
use more frames for averaging for better SNR, and to use more
advanced image alignment algorithms, i.e. non-rigid registration
techniques [19,30], which corrects both image drift and local
scanning-distortions.0] zone axis. Raw frame serial images before and after alignment can be found in
mic column distance for ABF and HAADF images, respectively. The pink color shows
2D Gaussian ﬁtting. The statistics are based on 168 TiO6 octahedra (12 u.c.14 u.c.)
easured distances, the width of scattering represents the relative frequency count)
middle line in the box represents the median, the solid sphere is the mean, the box
ta. (For interpretation of the references to color in this ﬁgure legend, the reader is
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online at http://dx.doi.org/10.1016/j.ultramic.2016.06.001.5. Applications
To demonstrate the capability of the scripts, we show two
examples.
5.1. Mapping oxygen octahedra in the ABO3 structure
We demonstrate the use of the O–O picker tool for mapping the
atomic column positions of a simulated STEM image of SrRuO3, in
which BO6 octahedron rotation is present. The orthorhombic phase
(Pnma, space group No. 62) with lattice parameters of a¼5.55 Å,
b¼7.84 Å, and c¼5.56 Å was used for STEM image simulation. Details
of the crystallographic data can be found in Springer material phases
data system [31]. The mapping of O atomic columns was performed
on ABF images simulated along [101], [010], and [100] zone axes, as
shown in Fig. 4. As illustrated by the superimposed atomic structure
model in the ﬁgure, one can see that the shape of the projected RuO6
octahedra is different in each orientation. The ﬁlled circles pinpoint the
Ru (yellow) and O (red) atomic columns. In Fig. 4(a) and (b), the green
lines connect the four oxygen atomic columns highlighting the frame
of the projected RuO6 octahedra. Because in [100] projection the api-
cal-O atomic columns also contain Sr atoms, we map only the basal-
plane O atomic columns. As can be seen from the pinpointed atomic
positions, the O–O picker tool is able to successfully locate all the
atomic positions in all these orientations. More quantitatively, as an
example, we measure some typical values in each orientation, i.e, the
oxygen to oxygen distance (d) in the [101] zone axis and the angle
between basal directions of neighboring octahedra in [010] (θ1) and
[100] (θ2) zone axis, as schematically shown at the bottom panel of
each ﬁgure. The values measured from the simulated STEM images are
dx¼dy¼3.9370.04 Å, θ1¼167.1470.57°, and θ2¼161.3470.76°.
These measured values are almost identical to the values
(dx¼dy¼3.93 Å, θ1¼167.4°, and θ2¼161.3°) measured from the ori-
ginal atomic model.Fig. 4. Mapping of oxygen atomic columns and octahedral distortion in orthorhombic Sr
axes. The atomic column positions pinpointed by the script are superimposed in the
octahedron. The deﬁnition of the measured distances and angles is presented in the bot
legend, the reader is referred to the web version of this article.)5.2. A2BO4 structure mapping the oxygen octahedron deformation
Fig. 5 presents the atomically resolved HAADF (a) and ABF
(b) images of the interface between LaSrAlO4 and La2CuO4. The
simulated HAADF and ABF images of the LSAO/LCO interface are
superimposed on them, respectively, as highlighted by red rec-
tangles. The lattice and BO6 octahedral distortions were analyzed
by the O–O picker scripts. Fig. 5(c) and (d) show the quantitative
analyses of the structure distortion at the interface. Each data
point was determined by averaging 10 unit cells of the perovskite
lattice along the basal (vertical) direction, and the error bars give
the 95% conﬁdence interval (corresponding to 2 times the stan-
dard error of the average (mean)). It can be seen that in the basal
direction both the La–La and O–O atomic column distances stay
constant, indicating that the LCO ﬁlm is under epitaxial com-
pressive strain. However, the distance between Cu (Al) and the
apical La atomic columns along the apical (growth) direction in-
creases sharply at the interface and saturates in the LCO layer. This
is also true for the apical oxygen–oxygen distance along the apical
direction. This phenomenon is well known as biaxial strain in
strain engineering, where the epitaxy layer is clamped to the
substrate in the basal plane directions but free in the out-of-plane
direction [32]. Another interesting phenomenon at the LSAO/LCO
interface is that the relative change of the O–O distance is much
stronger than that of the La(Cu)–La distance. This large Jahn–Teller
distortion could originate from the apical oxygen having no hard
contact with the nearest copper ion; it “levitates” on the electro-
static potential - a structural feature peculiar to certain layered
oxides with alternating ionic planes of opposite charge [33]. This
structural feature makes apical oxygen prone to very large dis-
placements. A similar phenomenon has been observed by co-
herent Bragg rod analysis (COBRA) at the LSAO and Sr-doped LCO
interface [34]. Another example of using this program for mapping
lattice and CuO6 octahedral distortion at the interfaces of two-
dimensionally Sr-doped La2CuO4 can be found elsewhere [35].RuO3. Simulated ABF images of SrRuO3 along [101] (a), [010] (b), and [100] (c) zone
ﬁgure. The green lines in (a) and (b) highlight the shape of the projected RuO6
tom panel of each ﬁgure. (For interpretation of the references to color in this ﬁgure
Fig. 5. Mapping BO6 octahedral deformation at the LaSrAlO4/La2CuO4 interface: (a) HAADF and (b) ABF images of the LSAO/LCO interface taken along the [100] crystal-
lographic direction of LSAO. The insets show the simulated HAADF and ABF images of the LSAO/LCO interface (marked with a red rectangle). The yellow arrows on the image
indicate the nominal position of the interface. (c) Quantitative analysis of basal and apical La–La atomic distances at the LSAO/LCO interface. (d) Quantitative analysis of the
Cu(Al)O6 octahedral deformation. (For interpretation of the references to color in this ﬁgure legend, the reader is referred to the web version of this article.)
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A software tool for quantitative analysis of STEM images, i.e
indexing the atomic column coordinates, extracting the lattice and
the octahedral distortions, is introduced. In general, the results
from both simulated and experimental STEM images (both HAADF
and ABF) show that the 2D Gaussian ﬁtting method gives better
measurement precision than the center-of-mass method. We de-
monstrated that sub-picometer precision can be achieved on the
simulated STEM images. Practically, under daily reproducible
working conditions (sample drift and slight sample contamination
present), we can achieve 3 picometer and 4 picometer measure-
ment precisions for HAADF and ABF images, respectively. The
program works well for different orientations of perovskite
structures as well as for interfaces of oxide hetero-structures.Acknowledgments
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